MISSOURI DEPARTMENT OF HEALTH oA A e
) STATE PUBLIG HEALTH LABORATORY SUEATR ALEONOL pross:

W88Y DATAMASTER MAINTENANCE REPORT W-0 7p
SR T il _
Complete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenaver instrument
is repaired. Send copy to Department of Health: retain original in department file. FRIY RIS AR
DATAMASTER SN # DATE/ OF INSPEGTION
209/  TuvENReY 277276 6 2-09
LOCGATION OF INSTRUMENT {SYREET AND CITY} ... .{ VIME OF INSPECTION
FO0 (uped AVE | Cpummensvi e, /o 00Y2

CHECKLIST: Piace a check (v} to the left of each item it found to be sati’sfactory or if operating within established limits. {Write
in observed vaiues where determined.) Unchecked items must be corrected before using instrument.

%AGNOSTIC CHECK (PRINTOUT ATTACHED)

B/COMPUTER %ETECTOR
B/PF%OGRAM : B/FELTERS
B/HEATERS SAMPLE CHAMBER _SQ °C B/QUARTZ STANDARD
E/FLOW DETECTOR B/CALJBRATiON
E/PUMP HiGH SPEED E/PRINTER

EﬁNDICATOR LIGHTS
[ TIME AND DATE K-Z -69 OO0YL Jouves

[ SmuLATOR TEMPERATURE (34°C £02°0) X &/

[&CALIBRATION GHECK -
Run three tests using a standard solution. All three tests must be within £ 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard selution being used. (PRINTOUT ATTACHEDR) (USE

lI;E}LRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
(1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE
{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

e, 088w e . 09) s e 099

s

PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

E/NUMBEH OF HEFUSALS,.SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS ] I(o-.()e;) (,/ (.05~.09)7 G Juo-.m) Q/ f(.15-.19) ( [ {Over .19) 3

List any new parts and describe any alteration or modification thal was made to resiore the instrument to operate satisfactorily
and within established limits (use other side if necessary)

INITRUINENST BFPERATING 1o I THAN DHSIL /éé—GUCA’J?aNJ’

GUTH [ sRarsrerier apc LoTP g 240, ExrF 2-140%, [ socur)

ANSPECTING OFFICER
PRINT NAME

iawmg;apz L, / ~ JAS oM N R T

TYPE I PEHT\MTNUMBEFyX?"iNC%ATZE‘ . 7 % e C’l) /O TELEF?Q%%TEH ( S 7 3) ? (%0 - 95\0 O ﬁj

Lab-116

B AN EQUAL OPPORTUNITY/AFFIAMATIVE AGTION EMPLOYER
MO 560-1458 (694 Eenvices pravided on a nondisciminalory basis




® |
4@6 GUTH LABORATORIES, INC.

890 NORTH 67th STREET » HARRISBURS, PA 17111-4511 » TELEPHONE: 717-684-5470

CERTIFICATE OF "ANALYSTS
‘Certified Alcohol Reference Solution for Simulator

Rando‘m-.Samples of I;.ot Number . 08240 of -
Alcohol Reference Solution for Simulator were analy_zcd by
gas chromatography and found to contain 0.1221 -percent
(w/vol) ethyl. alcohol. The expiration date for this lot
number is July 14, 2009 at 11:59 PM. '

When used in a calibrated Simulator, operating* at * *-
34°C  +/- .2°C, this solution will give a breath -alé:ohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were - -

" froo of test imterforing subSIANces.

=7 ,.

;l"ed L. Pauley, Presidedt
GUTH LABORATORIES, INC.




Face This Side Down - This Edge Tn F]rs ek
| BAC DataMaster | -
Ev1dence Ticket

mi"'ﬁﬂ_?fSTéTE HIGHWEY PRTROL
BRC DATAMASTER SERIAL NUMBER 26411 .
Lo ABSBECEG

ESTING OFFICER:
CRITES-JASON/H

SFICER 1.D.: 377

ZRMIT HUMEER: 82877
SPIRNTION DATE: B9-89-16
{ZCELLANEDUS TATA:

e SUPERYISOR MODE ——-

JAME TEST . 066 G8: 53
NTERNAL  STANDARD VERIFIED 8853
STERMAL - STARDARD . B9g 6o 54
_AMKE TEST . BE@ aE: 54
STERMNAL. STANDARD 98 BRIES
_AME, TEST ~Bee A@: 55
ATERNFAL “STANDART ;B9 AR B
_ANK TEST . BBE . BR:56
M, = .1

A, = EREE

) 377

rSignature Vﬂ O ‘,\

regycled paper with agri- based 1nks

CMSU 220802

_Face This Side Down — This Edge In First

B BAC DataMaster
| Evidence Ticket

RISSOORT STHTE HIGHWAY PETROL
BAC DRATAFMASTER SERIAL HUMEBER fodill
Ly g O
=] HE T

——— DIAGMOSTIC CHECK ——

COMPUTERS QKAY
PROGRAM: QKAY
HERTERS
SAMFLE CHAMEBERS St
FLOW DETECTOR: OiAY
PUMP
. HIBH SPEEM: KAy
DETECTOR: OKAY
FILTERS: OKAY
Y OUARTZ STANDARD: QK
© CALIERATI0M: DEAY

PRINTER TERT

L P UHERE L ekt~ SRIPIABETE § = TEARCIEFG
. HLKLHHOPERETUVUEYZ 11" * abode fghi dk Lane
S pgrstuvesyz{ ¥

Operator Slgn&turcT// % 0 W %

Pnnled on recycied paper with agri-based Inks

CMSU 2208-02



| BAC DataMaster
| Evidence Ticket

MISSOURT STATE HIGHURY FATROL
BAC DATAMASTER SERIAL NUMBER 2adii]
6./ B2 B

ARREST TiME: @o:te
SUBJECT MAME:
TEET
Dak: g2-03-74 z
STATESDR, L. ¢ pOs1224d5
ARRESTING OFFICER:
TEST.
QFFICER I.D.: 377
TESTING OFFICER:
CRITES  JAROM~H
o OFFICER 1I.D.: 377
£ PERMIT HUMBER: B20277F
: EXPIRATION DRTE: 69-29%-14
MISCELLANEDUS DATH:

EX¥: H
6erag

—==- BREATH AMALYEIE -~~~

RADIL IHTERFEREMCE

Face This Side Down ~ This Edge In First

<77

A Yo
| 4

“Piinted on recycled paper with agri-based Inks

CMSU 2208-02
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State of Missouri
DEPARTMENT OF HEALTH

—_ JASON CRITES

Is hereby authorized to instruct and supervise operators, traln instructors, Inspect,
calibrate, perform field repairs, and operate tho following breath analyzer({s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
alr. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

09/29/08 Yol % Wathuwgsont

pate 820277 Direstor of State Public Hsalth Laboratory
Number e A R e e
09/29/2010
Expires
Direotor, Deparimant of Health
MO 580-0771 {7-B8) Lab. 4 (R7-88)



